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QUEEN INSTRUMENTS 



1 v*w ■ 

QlCEH-GrAYCO. 


No. E3108 




No. E3200 



*- 0 * 

No. E 100 


No. E3270B 





No. E3116 


DIAL ] 

DECADE 

PORTABLE TESTING 

SETS 

Trade 

Mfrs. 


Price 

No. 

No. 

Description 

Each 

201779 

E3108 

With galvannmetpr shunt ?110 00 

201780 

E3109 

Sole leather carrying 




case and strap 

12 00 

201781 

E3110 

Fleiible contact clutches for 




gripping to bearj conductors 

10 00 


IMPROVED FAULT FINDERS 


201782 

E3116 

Fault finder and ohmmeter 

85 00 

201783 

E3117 

Sole leather carrying 




case and strap ... 

12 Of) 

210781 

E3275 

Low resistance fault finder 

200 00 

20J785 

E3118 

Wireless or inductive 




fault finder . 

10.00 


201787 
201788 
201789 



ACME PORTABLE TESTING SETS 

Plug pattern set, for measurement of all 
resistances that can be measured by a W heat- 
stone Bridge. 

201786 E3200 Portable testing set 100 00 

E3215 Sole leather carrying 

ease and strap.. . . 10.00 

E3215A Flexible contact dutches for 

gripping to heaTy conductors 10 00 
El 020 Acme wbeatstone bridges. . .. 60 00 

Bridge same as No. E3200 but without 
galvanometer battery and carrying ease. 

dial and plug decade testing sets 

201790 E3100 Plug type . 

201791 E3105 Switch type . 

201792 E3115 Sole leather carrying 

case anti strap. . - - 
*>01793 E3120 Flexible contact 

clutches for grip¬ 
ping to heavy con¬ 
ductors . 10.00 

DIRECT READING OHMMETERS 

201794 E3270A Improved direct read¬ 

ing ohmmeter. 

E3270B Direct reading to ohmmeter . . 

1*13273 Low resistance ohmmeter. 

E3276 Ohmmeter for electric 
car equipment . . . 


170 On 

200 on 

15 00 


201795 

201796 

201797 


85 00 
67 .50 
200 . 00 

100 00 
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CENTRAL STATION POTENTIOMETERS OR PORTABLE STANDARDIZING SETS! 



No. E KM5 


The Potentinmet er is tl« recognized primary standard for the precise measurement of II (J 

TOl . tege ' “ '77 f . **m*~'-r d..o, mh. ... end „er„l"t„ ' J 

rests,and a stanlard < ladmmm oell, Loth of which can he relied upon for their cZtLy 


voltmeUrT^ ° f ^ voltmetem, mill,- 


1 ,r,s,rumenl ,s ‘ l sUndard potentiometer with contained standard low resist am, -r 
current measurements up to 150 amneres and >• 

up to 750 volts amperes and contained multipliers for voltage measurement! 

and mult*H™“ ^ ’° ^ 1300 volte *»« <>' <*<«™al shunt, 

witha “c‘he l ;,r iri 7 l t**?* in r imc,,m 

their shunts. Ckmg the mil,HVoIt S( ‘* ]e of ammeters, independent of 


) h fl C g ^ !vant>motor sorves t onl y to balance the measurement and does not enter in am wiv 
as a deflectmp I'Nnimnit. It is reinov: ns a unit fur reph.eement if ,,.^ ;irv v Mnmlard 

ead mi um eel 1 and regulating rheostat are included so as to st and a rdi yo tfwvr 

...sw„..h .he 

ha^ne mdh volt seal " p"’ , " r us '’ 1,1 «aHt»rating milli-volt-meters and ..deJ 

, I, , , *" a V" "" *"•*?■« : " ,V '• ••'•’ "" ">'■ ^ The design of this rt . -3 

rtsult ot the makers expenenee ... their own Laboratory, in calibrating milh-voltmetere 




Pticr 

Each 


Trade a Mfra. 

NO. NO. a J 

<>fti Qf\Q p or , Oeacription 

^ Queen-dray Central station potentiometer on 

750 toRHSt “ ten “ 1 .. . “ d «■>“■*» measurments highM 


'H '■" l, “- 77 ' ri -‘f- | -|»tenlial and current measurement. in Standardize 
rit oraton^ an d for potmital nu•a-ttremeute in Physical. Biological, Chemical, Physiologic^ 
and Pyr ometical Laboraiortes are described in Bulletin E-2. a copy of «h„-h will be sent 


I 
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Portable 


Vibration 






VIBRATION TACHOMETERS 

Tachometers of this type indicate r.p.nv, 
through the mechanical excitation of steel 
reeds. There are no mechanical or electrical 
connections. Mounted on the machine and 
the reed corresponding to the speed of the 
machine will he set in vibration. 

Prices and ranges quoted u p o n 
application. 

STANDARD TACHOMETERS 

Three shafts are geared to the rotating 
parts inside of the case, each one of them 
having a separate scale on the dial so that the 
indications arc direct reading throughout. 
A detachable point, to fit any of the spindles, 
is supplied. The scales of the No. E9009 
Stationary are graduated as follows: 40 to 200, 120 to 

100 and 600 to 3000. Thus it is possible to measure directly both high and low speeds with the 
Ime instrument. The No. E9009A scales are graduated as follows: 75 to 500, 130 to 1000 and 
'60 to 5000. The case is aluminum. A substantial carrying case is supplied. 

Mfrs. „ 

No. Description . Range 

E9009 Standard portable tachometer .. 40 to 3000 

Standard portable tachometer . 75 to 5000 

Standard stationary tachometer. 



Traiie 
I No. 


:01919 

101820 

■01821 


E9009.V 

E9025 


Price 

Each 

875 00 
75.00 
125 00 



A dire,, reading instrument for measuring 

etween centers is ““ dle pmver standard the scale range can be extended 

Standard with bunsen screen and horizontal rotator, one 1 >* P 

Same a^above but 1 with compound rotator in place of horizontal 
Same as No. E4020 but with Lummer Brodhun .. 


T ra<te 

Mfre. 

T No. 

No. 

01822 

E4020 

• 01823 

E402I 

01824 

i 

E402G 


Distance 

maximum 

Price 

Each 

$200 00 
325.00 
275.00 









































